Ventilator poses no fire risk to patient.
In this study, oxygen concentrations were measured at 12 points around a caridiopulmonary resuscitation practice mannequin following simulated ventilations with a self-inflating bag, a 'Waters' bag and a ventilator to determine whether increased oxygen concentrations may contribute to the risk of combustion from arcing defibrillator paddles.